[Radiation detectors and the problem of radiation loads in roentgenodiagnosis].
The development of new effective roentgenolumonophors, screens, based thereon, and image intensifiers helps reduce the exposure radiation dose in radiography, fluorscopy and fluorography. The effect produced by the characteristics of diverse elements of the radiation dectector on the increase of sensitivity is considered. Numerical values of some characteristics are cited.